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Food and Drug Administration, HHS § 801.421 

CHILDREN WITH HEARING LOSS 

In addition to seeing a physician for a med-
ical evaluation, a child with a hearing loss 
should be directed to an audiologist for eval-
uation and rehabilitation since hearing loss 
may cause problems in language develop-
ment and the educational and social growth 
of a child. An audiologist is qualified by 
training and experience to assist in the eval-
uation and rehabilitation of a child with a 
hearing loss. 

(4) Technical data. Technical data 
useful in selecting, fitting, and check-
ing the performance of a hearing aid 
shall be provided in the User Instruc-
tional Brochure or in separate labeling 
that accompanies the device. The de-
termination of technical data values 
for the hearing aid labeling shall be 
conducted in accordance with the test 
procedures of the American National 
Standard ‘‘Specification of Hearing Aid 
Characteristics,’’ ANSI S3.22–2003 (Re-
vision of ANSI S3.22–1996) (Includes 
April 2007 Erratum). The Director of 
the Office of the Federal Register ap-
proves this incorporation by reference 
in accordance with 5 U.S.C. 552(a) and 1 
CFR part 51. Copies are available from 
the Standards Secretariat of the 
Acoustical Society of America, 120 
Wall St., New York, NY 10005–3993, or 
are available for inspection at the Reg-
ulations Staff, CDRH (HFZ–215), FDA, 
1350 Piccard Dr., rm. 150, Rockville, MD 
20850, or at the National Archives and 
Records Administration (NARA). For 
information on the availability of this 
material at NARA, call 202–741–6030, or 
go to: http://www.archives.gov/ 
federallregister/ 
codeloflfederallregulations/ 
ibrllocations.html. As a minimum, the 
User Instructional Brochure or such 
other labeling shall include the appro-
priate values or information for the 
following technical data elements as 
these elements are defined or used in 
such standard: 

(i) Saturation output curve (SSPL 90 
curve). 

(ii) Frequency response curve. 
(iii) Average saturation output (HF- 

Average SSPL 90). 
(iv) Average full-on gain (HF-Average 

full-on gain). 
(v) Reference test gain. 
(vi) Frequency range. 
(vii) Total harmonic distortion. 
(viii) Equivalent input noise. 

(ix) Battery current drain. 
(x) Induction coil sensitivity (tele-

phone coil aids only). 
(xi) Input-output curve (ACG aids 

only). 
(xii) Attack and release times (ACG 

aids only). 
(5) Statement if hearing aid is used or 

rebuilt. If a hearing aid has been used or 
rebuilt, this fact shall be declared on 
the container in which the hearing aid 
is packaged and on a tag that is phys-
ically attached to such hearing aid. 
Such fact may also be stated in the 
User Instructional Brochure. 

(6) Statements in User Instructional 
Brochure other than those required. A 
User Instructional Brochure may con-
tain statements or illustrations in ad-
dition to those required by paragraph 
(c) of this section if the additional 
statements: 

(i) Are not false or misleading in any 
particular, e.g., diminishing the impact 
of the required statements; and 

(ii) Are not prohibited by this chap-
ter or by regulations of the Federal 
Trade Commission. 

[42 FR 9294, Feb. 15, 1977, as amended at 47 
FR 9398, Mar. 5, 1982; 50 FR 30154, July 24, 
1985; 54 FR 52396, Dec. 21, 1989; 64 FR 59620, 
Nov. 3, 1999; 69 FR 18803, Apr. 9, 2004; 73 FR 
31360, June 2, 2008] 

§ 801.421 Hearing aid devices; condi-
tions for sale. 

(a) Medical evaluation requirements— 
(1) General. Except as provided in para-
graph (a)(2) of this section, a hearing 
aid dispenser shall not sell a hearing 
aid unless the prospective user has pre-
sented to the hearing aid dispenser a 
written statement signed by a licensed 
physician that states that the patient’s 
hearing loss has been medically evalu-
ated and the patient may be considered 
a candidate for a hearing aid. The med-
ical evaluation must have taken place 
within the preceding 6 months. 

(2) Waiver to the medical evaluation re-
quirements. If the prospective hearing 
aid user is 18 years of age or older, the 
hearing aid dispenser may afford the 
prospective user an opportunity to 
waive the medical evaluation require-
ment of paragraph (a)(1) of this section 
provided that the hearing aid dis-
penser: 
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(i) Informs the prospective user that 
the exercise of the waiver is not in the 
user’s best health interest; 

(ii) Does not in any way actively en-
courage the prospective user to waive 
such a medical evaluation; and 

(iii) Affords the prospective user the 
opportunity to sign the following 
statement: 

I have been advised by llll llll 

(Hearing aid dispenser’s name) that the Food 
and Drug Administration has determined 
that my best health interest would be served 
if I had a medical evaluation by a licensed 
physician (preferably a physician who spe-
cializes in diseases of the ear) before pur-
chasing a hearing aid. I do not wish a med-
ical evaluation before purchasing a hearing 
aid. 

(b) Opportunity to review User Instruc-
tional Brochure. Before signing any 
statement under paragraph (a)(2)(iii) of 
this section and before the sale of a 
hearing aid to a prospective user, the 
hearing aid dispenser shall: 

(1) Provide the prospective user a 
copy of the User Instructional Bro-
chure for a hearing aid that has been, 
or may be selected for the prospective 
user; 

(2) Review the content of the User In-
structional Brochure with the prospec-
tive user orally, or in the predominate 
method of communication used during 
the sale; 

(3) Afford the prospective user an op-
portunity to read the User Instruc-
tional Brochure. 

(c) Availability of User Instructional 
Brochure. (1) Upon request by an indi-
vidual who is considering purchase of a 
hearing aid, a dispenser shall, with re-
spect to any hearing aid that he dis-
penses, provide a copy of the User In-
structional Brochure for the hearing 
aid or the name and address of the 
manufacturer or distributor from 
whom a User Instructional Brochure 
for the hearing aid may be obtained. 

(2) In addition to assuring that a User 
Instructional Brochure accompanies 
each hearing aid, a manufacturer or 
distributor shall with respect to any 
hearing aid that he manufactures or 
distributes: 

(i) Provide sufficient copies of the 
User Instructional Brochure to sellers 
for distribution to users and prospec-
tive users; 

(ii) Provide a copy of the User In-
structional Brochure to any hearing 
aid professional, user, or prospective 
user who requests a copy in writing. 

(d) Recordkeeping. The dispenser shall 
retain for 3 years after the dispensing 
of a hearing aid a copy of any written 
statement from a physician required 
under paragraph (a)(1) of this section 
or any written statement waiving med-
ical evaluation required under para-
graph (a)(2)(iii) of this section. 

(e) Exemption for group auditory train-
ers. Group auditory trainers, defined as 
a group amplification system pur-
chased by a qualified school or institu-
tion for the purpose of communicating 
with and educating individuals with 
hearing impairments, are exempt from 
the requirements of this section. 

[42 FR 9296, Feb. 15, 1977] 

§ 801.430 User labeling for menstrual 
tampons. 

(a) This section applies to scented or 
scented deodorized menstrual tampons 
as identified in § 884.5460 and unscented 
menstrual tampons as identified in 
§ 884.5470 of this chapter. 

(b) Data show that toxic shock syn-
drome (TSS), a rare but serious and 
sometimes fatal disease, is associated 
with the use of menstrual tampons. To 
protect the public and to minimize the 
serious adverse effects of TSS, men-
strual tampons shall be labeled as set 
forth in paragraphs (c), (d), and (e) of 
this section and tested for absorbency 
as set forth in paragraph (f) of this sec-
tion. 

(c) If the information specified in 
paragraph (d) of this section is to be in-
cluded as a package insert, the fol-
lowing alert statement shall appear 
prominently and legibly on the pack-
age label: 

ATTENTION: Tampons are associated with 
Toxic Shock Syndrome (TSS). TSS is a rare 
but serious disease that may cause death. 
Read and save the enclosed information. 

(d) The labeling of menstrual tam-
pons shall contain the following con-
sumer information prominently and 
legibly, in such terms as to render the 
information likely to be read and un-
derstood by the ordinary individual 
under customary conditions of pur-
chase and use: 
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